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I. INTRODUCTION
O PTICAL coherence tomography (OCT) is a well known technique capable of performing cross sectional imaging. Shortly following its invention, OCT became an attractive technology in medical imaging because of several advantages, such as high spatial resolution, noninvasiveness, and real time measurement [1] - [4] . OCT research has focused on many applications in the fields of biology and biomedicine. However, in many cases, two-dimensional (2-D) OCT is not sufficient to fully describe and visualize morphological changes, or to determine margins of diseased tissue. For example, it is difficult to find early cancerous regions in tissue with only 2-D OCT images. It is also hard to estimate the extent of cancer and determine its precise stage. Therefore, 3-D imaging is required to improve the performance of OCT in many clinical cases.
For this reason, many research groups have worked and reported on 3-D OCT images [5] - [10] . Previous research efforts have primarily been focused within two categories: the 2-D scanning method itself, and improvement of system speed to obtain 3-D images. The representative scanning method for 3-D OCT is a raster scanning technique, which utilizes a combination of two 1-D scanners [5] , [6] . This method has the advantage of simple design. However, it has restrictions in terms of both size and scanning speed, as well as the introduction of an additional image plane. Whereas advanced techniques using a charge coupled devices (CCD) camera and smart detector array, such as parallel OCT, show accessible 3-D data acquisition time, they also have a disadvantage of large size which impedes their adaptation to many clinical applications [7] - [10] . A 3-D technique for both fast data acquisition and compactness of the scanner is essential, because fast data acquisition reduces moving artifacts such as breathing during scanning, and a small size scanner provides easy access to the imaging site using a handheld probe or endoscope. With recent advances in frequency domain OCT (FD-OCT) techniques, axial scan speed as high as 40 kHz have been demonstrated [11] - [13] . Therefore, a high speed and compact 2-D scanner is required for achieving a 3-D image.
Recently, MEMS based systems have received extensive attention and found numerous applications in biomedical instrumentation because of many advantages, including low power consumption, small size, precise feature control and high operation speeds. Micromachined scanning probes are capable of providing fast speed, low power, and high reliability scanning in a compact package that can be used for endoscopic OCT imaging [14] - [17] .
In this paper, we report the use of MEMS technology for 3-D OCT imaging. The bench-top based MEMS scanner was developed and incorporated with time domain OCT (TD-OCT) system. The design and characterization of the two axis MEMS mirror are described and 3-D images of cancer in hamster cheek pouch tissue are presented. The acquired 3-D image allows arbitrary sectioning along any x-y, x-z, and y-z axis to be displayed. Additional image processing or animation may be applied to provide specific information to the viewer. 
II. METHOD
The MEMS mirror employed in this work was a 2-D monolithic scanner fabricated from single crystal silicon. A thin (approximately 2 µm) mirror membrane was supported by a backbone of 20 µm stiffening trusses which eliminated undesired modes and dynamic deformation while minimizing the mirror's inertia. Furthermore, localized masses were incorporated for mechanical response control. The size of the mirror element was 600 × 600 µm and the MEMS die occupied a volume of 2.5 × 3 × 0.5 mm; the reflecting surface was coated with approximately 100 nm of evaporated gold to improve the reflectance at 1310 nm. When voltage is applied on the multilayer vertical electrostatic comb-drives, mirror is actuated up and down along the spring in the both axes. The multilevel fingers provide capacitive position sensing as well as actuation capability. The maximum drive voltage in this experiment was 100 V. The device is driven such that a linear scan with constant velocity, i.e. constant dwell time at each imaging point, is achieved. The waveform employed to drive the voltage is computed from the measured response of the specific device and stored in a look-up-table. This waveform is then applied to the device and the accuracy as well as precision of the scan is verified employing a position sensitive diode (PSD) and optical feedback system. The amplifier driving the devices delivered a maximum voltage of 150 V during drive transients; however, the electrostatic comb-structures require very small currents and charge quantities in order to operate and the amplifier incorporates protective circuitry at the output. While operation of the mirror was optimized at resonance, the device may also be driven off resonance in an open or closed loop configuration. Mirrors were characterized using both capacitive and optical feedback prior to incorporation with the OCT system. The mirror employed in this work exhibited x and y-axis resonant frequencies of 8 kHz and 3.5 kHz, respectively. Within this frequency range, the MEMS scanner operated with good linearity and stability with scan angles of 30
• [18] . Fig. 1 shows the scanning electron microscope image of the scanner. Fig. 1(a) presents only one axis, but the other axis is also located outside with exactly the same structure. The spring and comb-driver are magnified in Fig. 1(B) and (C). The 2-D MEMS scanner was integrated with a fiber based OCT system as shown in Fig. 2 . The system used a lowcoherence length light source that delivered an output power of 10 mW at a central wavelength of 1310 nm with a bandwidth of 80 nm, providing 10 µm axial resolution. A visible aiming beam (633 nm) was used to locate the exact position and path on the sample, and both light sources were coupled into a fiber-based Michelson interferometer. In the reference arm, a rapid-scanning optical delay line (RSOD) was used that employed a grating to control the phase and group delays separately so that no phase modulation was introduced when the group delay was scanned [3] , [19] . The phase modulation was generated through an electro-optic phase modulator that produced a carrier frequency. The axial line scanning rate was 500 Hz and the modulation frequency was 500 kHz. In the sampling arm, the previously described MEMS scanner was employed to provide sample scanning; the MEMS device was controlled by custom electronics interfaced to the OCT data acquisition system. The light from the fiber was coupled into a φ500 µm collimator, deflected by the MEMS mirror, and then focused by the lens (φ7 mm) with 10 mm focal length and 20 µm spot size on the image plane. 2-D cross-sectional images were acquired by one axis scanning of the MEMS scanner sequentially after each axial scanning of RSOD. In an analagous manner, a 3-D image set was obtained by a combination of the transverse scans (y) and the longitudinal scans (x) by the MEMS scanner, as well as axial scans (z) at 500 Hz by the RSOD of the reference arm. Fig. 3 presents a scanning sequence by the scanning of the MEMS mirror. Normally, scanning speed along the y axis was faster than the scan of the x axis. However, both the transverse and the longitudinal scans of the MEMS scanner were synchronized with the axial scanning of the RSOD. This scanning methodology is identical to raster scanning achieved by a pair of 1-D scanners; however, the 2-D scanning achieved by a single device eliminates an image plane and is significantly more compact. Fig. 4 presents a photograph of a scanning mirror packaged for bench-top characterization and testing as well as various scan patterns with a visible light source to demonstrate the flexibility of the MEMS scanner. Fig. 3 . Scanning sequence by the scanning of MEMS mirror. 2-D crosssectional images were acquired by one axis scanning of the MEMS scanner along the lateral direction (solid arrow depicts the y axis scan) sequentially after each depth scanning of RSOD (along z axis). In an analagous manner, a 3-D image set was obtained by a combination of the transverse scans (y), the longitudinal scans (along the x axis: dotted arrow) by the MEMS scanner, and axial scans (z) at 500 Hz by the RSOD of the reference arm. Transverse scan are performed faster than longitudinal scan, but both scans of the MEMS scanner were synchronized with the axial scanning. The reflected beams from the sample and reference arms were recombined in the interferometer and detected with a photodetector. Interference signals were observed only when the optical path length differences of the two interferometer arms were matched within the source coherence path length. The detected optical interference fringe intensity signals were filtered at the carrier frequency, and the resultant signals were displayed as 2-D images after signal processing. For 3-D images, sequential 2-D images were continuously saved and displayed in real time during scanning. As previously mentioned, in order to acquire a complete 3-D OCT image, each scanning point visited by the MEMS mirror requires depth scanning by a rapid-scanning optical delay line (RSOD). With the current 500 Hz depth scanning speed, 3-D images were achieved at 3-5 frames/s. When the full 3-D scan was completed, the collected data was reconstructed to generate a 3-D volume image. The 3-D volume image is visualized using dedicated software; image processing, such as thresholding, iso-surface extraction, and false coloring, was employed to extract specific information.
III. RESULTS × 1.4 mm) . The 3-D image provides detailed information about tissue such as epithelium, mucosa, and submucosa. It showed not only one image plane, but also successive adjacent image planes. However, in order to obtain only entire tissue structure, a volume image in a box shape requires further image processing. For this purpose, a threshold value was assigned in the 3-D volume, and background was removed. Fig. 5(b) illustrates the post-imaging processed result of Fig. 5(a) . Fig. 5(b) shows clear morphology and is able to give useful structural information at any location of interest.
The MEMS OCT system was used in clinical study on cancer detection. Results are presented in Fig. 6. Fig. 6(a) is an image that combines a 2-D image and a 3-D volume image (2 × 2 × 1.4 mm). At the edge of Fig. 6(a) , a good match between the original 2-D OCT image and the thresholded volume was observed. In this image, strata, such as epithelium and mucosa are clearly observed in each plane. Fig. 6(b) -(d) present 3-D volumes images at different angles to provide a better visualization of tissue structure. On the surface of Fig. 6(b) , early cancer was visualized with a vivid border and distinguished very clearly from a normal region. As previously mentioned, it is difficult to detect early cancerous regions in tissue and to estimate the extent of cancer using 2-D image. In contrast to the 2-D image, the 3-D image is able to delineate the basement membrane location and configuration clearly, which is an important diagnostic criteria for malignancy. Therefore, this representation goes far beyond 2-D tomographic images and is useful for localizing regions of particular interest.
IV. CONCLUSION
We have presented a 3-D OCT imaging system employing a 2-axis MEMS scanner. The system was used to obtain 3-D images of hamster cheek pouch tissue. The reconstructed volume images provide high resolution, detailed information about tissue physiology and health as well as clear visualization of layered structures. In particular, in the reconstructed cancerous 3-D image, the basement membrane, which is a very important indicator of dystplastic and malignant change, was clearly distinguished. Our results provide useful information to clinicians because not only 2-D images of a single tomographic slice are presented but also visualization of adjacent tissue thereby allowing identification of dynamic phenomena throughout the entire volume. The OCT system based on MEMS scanning technology has additional advantages due to the fact the MEMS device exhibits dramatic improvements in terms of both size and speed performance. Therefore, it may be a potential method to realize miniature endoscopic or catheter OCT probes. Since neither the optical resolution limits nor speed limits of the current MEMS based probe have been reached in our existing TD-OCT setup, better resolution and faster image speed could be also achieved if high resolution FD-OCT system is integrated with the MEMS devices. Professor at Aachen University in Germany. She has been working with lasers since 1985, and is interested in imaging, diagnostic and therapeutic applications of lasers. Current projects include noninvasive diagnosis of premalignancy and malignancy, noninvasive imaging and diagnostics of biofilms, holographic measurement and "impression" techniques, noninvasive detection of periodontal disease activity, applications of lasers in endodontics and periodontics, and photodynamic diagnosis and therapy of biofilms and of malignancy. She has pioneered the noninvasive measurement of pulpal and periodontal blood flow and its relation to clinical and therapeutic parameters.
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